PLATE  LVI    LAENNEC'S  STETHOSCOPE

Fig. ff.

Laennec's wooden stethoscope was designed as a more permanent
substitute for his original roll of paper. The cylinder (Fig. i) was
made in two pieces, screwed together (Fig. 5), with a detachable
funnel fitted into one end (Fig. 4). Figs. 2 and 3 show sections of the
instrument with and without the funnel, while the end view (Fig. 6,
natural size)5 illustrates the relative size of the bore (page 259)